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Life Saving Tourniquet
TWM™Tsadik Weiser Medical LTD
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In cases of bleeding from the limb:
1. Place the tourniquet 6 cm (2.5 inches) above the site of injury and close the strip strong.
2.\ Turn the handle until the bleeding stops.
3. Secure the handle and the strip.
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In cases of bleeding from the shoulder:

1. Connect the pressure pin to the tourniquet, and position it so that it is perpendicular to the neck.
Apply manual pressure on the tourniquet until the bleeding stops.

2. Pass the strap through the patient's belt and through the buckle.
An additional tourniquet can be used instead of or in addition to the patient's belt.

3. Close the strap tightly. You can turn the handle to increase pressure.
Manual pressure should be continued on the tourniquet throughout the evacuation.
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In cases of bleeding from the upper thigh:
1. Connect the pressure pin to the tourniquet and place it over the pelvic bones,
with the pressure pin over the femoral artery.
2. Apply manual pressure on the tourniquet until the bleeding stops and close the strap tightly.
3. Turn the handle until the bleeding stops completely and secure it.
Continue to exert manual pressure on the tourniquet throughout the evacuation.



